EMID

The Falsified Medicines Directive - FMD - is applicable to prescription
medicines only.

Other products, such as OTC medicines and medical devices should not be
scanned for FMD purposes.
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ezFMD Version

This manual describes the functionality in Version 1.5.54 (and later) and some functionality may not
be available as described for earlier versions. We recommend users upgrade to the latest version to
obtain additional functionality. Contact your local IT support (where applicable) or
support@ezFMD.com for details on how to upgrade.

You can tell the current version of ezFMD from the display at the top left-hand corner of the Main

screen:
) -.——L-_-__
(4] <=

Scan
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Main Screen Summary

ﬂ ezFMD 1.5.35 - HE Clissmann (fmdireland:FMDTEST) — X

Scan

Product | Amoxicillin Effective Medicines 250mg Ca Verify .

Serial No. | 0000000001
Batch No. | 00001

Expires = 201200 (DEC 2020)

Status = Active 1: Product Data

12:43:43

Transaction completed - The pack is active =
4: Result Information

4036|1TE:PH (WH) )|

1: Product Data

The Product Data area displays the information read from the barcode on a pack. An FMD
compliant barcode must contain four pieces of information:

Product Code

Serial Number

Batch Number

Expiry Date

2: Action

The action shows the operation that you wish to perform on scanned packs. In most situations you
will probably wish to mark a pack as dispensed. The actions you are allowed to perform will depend
on your organisation’s role. For example., the actions a pharmacist may perform differ from those
that a wholesaler may perform. Your organisations administrator may also limit the actions that you
can perform.

3: Traffic Light

The Traffic Light provides a clear visual cue that helps to understand the result of performing an
action on a pack. Just like a conventional traffic light ezFMD a colour is used to assist you in
responding to the result:

Green All OK — proceed.
Orange Proceed with caution. Refer to applicable SOP.
Red Stop. Refer to applicable SOP.

4: Result Information

This area displays a summary of the information returned by the National System. This will include
the current status of a pack and, when appropriate, warnings and alert numbers.

Results of a scan can be copied to the Windows clipboard by clicking on this Results Information
area. This information can then be posted into an email or document for diagnostic or tracking
purposes.
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Verifying a Pack
NOTE: There is no need to verify a pack prior to scanning it for supply or dispensing.

Verification allows you to determine the current status of a pack of medicine.

e Select “Verify” on the ezFMD screen:

ezFMD 1.5.35 - HE Clissmann (fmdireland:FMDTEST) = x

Scan ‘ Product Data | History | Config | (s ] retums (£ satchode [F12] wana oput

Product

Serial No.

Batch No.
Expires

Status

4036/ TTE:PH (WH) °|E|

e Find the FMD barcode on the pack you wish to scan. The barcode may be placed on any side
of the pack. FMD information is contained in a 2D DataMatrix barcode like this:

e Scan the barcode:
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e ezFMD will read the barcode, submit your request, retrieve the response from the Nation
System and display the result:
B8 ezFMD 1.5.35 - HE Clissmann {fmdireland:FMDTEST) — x ‘
Conn Clissm
Scan
Product | Amoxicillin Effective Medicines 250mg Ca o Nerify
Serial No. | 0000000001
Batch No. | 00001
Expires | 201200 (DEC 2020)
Status | Active
13:01:43
Transaction completed - The pack is active
4036|ITE:PH (WH) ) §
In this scenario the green light indicates that there are no issues with the pack. The summary
area shows that the pack is “active” and available for dispensing. ezFMD will attempt to
show you the product name associated with the product contained in the barcode.
ezFMD.com
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Dispense / Supply / Decommissioning a Pack

The Action Dispense or Supply informs the National System that a pack has been:

e supplied to a patient in a pharmacy context OR
e received into a hospital pharmacy context OR
supplied under Article 23 in a wholesaler context.

Select “Supply” on the ezFMD screen (pharmacies will see “Dispense”):

ezFMD 1.5.35 - HE Clissmann (fmdireland:FMDTEST) —

x

Scan ‘ Product Data | History | Config ‘ |E‘ R |E| EEADTEE |E‘ Manual Input
Product __ Supply
Serial No.
Batch No.
Expires
Status

4036|ITE:PH (WH) °|§|

e Find the FMD barcode on the pack you wish to scan. The barcode may be placed on any side
of the pack. FMD information is contained in a 2D DataMatrix barcode like this:

e Scan the barcode:
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e ezFMD will read the barcode, submit your request, retrieve the response from the Nation
System and display the result:

B zFMD 1,5.35 - HE Clissmann (fmdireland:FMDTEST) - X

Scan Conn Clissmann {conn@hec.clis

Product = Amoxicillin Effective Medicines 250mg Ca L Supply ]
Serial No. | 0000000014
Batch No. | 00001

Expires | 201200 (DEC 2020)

Status | Supplied

13:12:35
Transaction completed - The pack has been suppled

4036|ITE:PH (WH) ) §

NOTE: The Status of the pack has now changed from Active (as it was when it left the
factory) to Supplied. To “mark a pack as Supplied”, Supply / Dispense / Decommission are
often interchangeably used.

In this scenario the green light indicates that the pack has been successfully marked as
Supplied in the National System. The summary area also shows that the pack has been
supplied. ezFMD will attempt to show you the product name associated with the product
contained in the barcode.

Tip: If you wish to use the information shown from the most recent scan in another
application, double-click on the Result Information area (see 4 in the Main Screen diagram
above) and the data will be placed on the Windows clipboard. You can then paste it into any
application of your choice. E.g.:

Code : 05000456013482

Name : Amoxicillin Effective Medicines 250mg Capsules
Serial # : 0000000014

Batch # : 00001

Expires : 201200

Status : Transaction completed - The pack has been supplied
OpCode : 11210200

NOTE: See also Bulk or batch scanning of multiple packs [F11] when scanning larger
number of packs at a time, with the same action.
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Reactivating / Recommissioning a Pack

Reactivation informs the National System that a pack is available for supply to a patient, i.e. it is
available for dispensing again. This will change the pack Status back from Supplied to Active.

e Select “Reactivate” on the ezFMD screen:

ezFMD 1.5.35 - HE Clissmann (fmdireland:FMDTEST) — ®

—_— — 4 Conn Clissmann (¢
| F5 ‘ Returns |F11| Batch Mode |h: [T T

Scan ‘ Product Data | History | Config ‘

Product

Serial No.

Batch No.
Expires

Status

4036/ ITE:PH (WH) °|§|

e Find the FMD barcode on the pack you wish to scan. The barcode may be placed on any side
of the pack. FMD information is contained in a 2D DataMatrix barcode like this:

e Scan the barcode:
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e ezFMD will read the barcode, submit your request, retrieve the response from the Nation
System and display the result:

Scan

Product
Serial No.
Batch No.

Expires
Status

13:22:55

ﬂ ezFMD 1.5.35 - HE Clissmann (fmdireland:FMDTEST)

Amoxicillin Effective Medicines 250mg Ca
0000000051

00001

201200 (DEC 2020)

Active

Transaction completed - The pack has been reactivated (recommissionad)

Conn Clissmann (conn@hec.cl

¢

x|

4036|ITE:PH (WH) ) %

e The Status of the pack has now changed from Supplied to Active (back to as it was when it

left the factory). This reactivation is also referred to by some as recommissioned.

In this scenario the green light indicates that the pack has been successfully reactivated in
the National System. ezFMD will attempt to show you the product name associated with the
product contained in the barcode.

ezFMD.com
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Returns screen [F5] (where available)

Certain locations (such as hospitals) have an additional dedicated Returns screen available, to
facilitate the return of larger quantities of packs at a time and, where applicable, remove them from
Aggregate files. Wherever available, this is the preferred means of preparing stock for return.

There are three ways to access the Returns screen:

1) Press the [F5] function key on your keyboard (this may have to be pressed in combination with a
blue Fn key, depending on your model of PC).
2) Double-click on the image of the [F5] key on the main screen:

Scan

3) Scan the code for the Returns screen (see Barcode Shortcuts at the end 6f this Guide).

(Options 2 and 3 are only available in latersionsf ezFMD, such as version 1.5.35, for which this Guide was written.)

When first selected, the Returns screen appears blank. Start by scanning the packs you wish to
return:

B8} 2FMD - Return Items To Supplier x
Items scanned on this screen are automatically marked Active where required.
Product Serial No Batch No  Status Info
+ iScheriproct 1.5 mg/q + 5m... 5084502188 YY029X3  Active The pack is avalable to be disp... [
Scheriproct 1.5 mg/g + 5m... 508432621% YY029X3  Active The pack has been reactivated. [l
Scheriproct 1.5 mg/g + 5m... 5084506885 YY029X3  Active The pack has been reactivated. [l
Product -~ Count
Scheriproct 1.5 mg/g + 5mg/g rectal ointment 3 Save PDF Print
3 Close

In the example above, for each numbered item:

1) Shows the packs as they are scanned. As each pack is scanned, the status of that pack is
checked. If the pack is already Active, the text shows “The pack is available to be
dispensed”. If the pack had the status Supplied (dispensed/decommissioned), the text
reads “The pack has been reactivated.”

NOTE: If a pack cannot be reactivated, a separate pop-up screen shows details of that
pack:

ezFMD - Product Cannot Be returned X

This pack cannot be returned to the supplier!

Product  Scheriproct 1.5 mg/g + 5mg/g rectal ointment
Serial No.  508430407C
Batch No.  YY029X3
Expires 200731
Status  Supplied

Info  The pack cannot be reactivated. Time limit exceeded.
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FMD
As the pack cannot be reactivated, it should be put to one side and CANNOT be
returned to the supplier. You cannot continue scanning until you press or click the Okay
button.
2) Shows a convenient total for each product on the bottom left-hand corner which may be
useful when comparing to a list.
3) One option to save the list of scanned packs as a PDF file, the other option to print to
any available printer.

Return Items SOW2019  11:48
Product Serial No Batch No Status 1nfo
Scheriproct 1.5 mg/g + Smg/d rectal ointment | 5084326216 VY0293 Active The pack is available to be dispernsed
Scheriproct 1.5 ma/g + Smgfg rectal ointment | 5084506885 VY0293 Active The pack has been reactivated.
Scheriproct 1.5 ma@/g + Smg/fg rectal ointment | 5084502188/ VY0293 Active The pack has been reactivated.

4) s used to close the Returns screen. When Close is clicked, the packs which were eligible
for return are checked against the Aggregation files for the current locations and
removed from any Aggregate file in which they appear:

Removing items from Aggregates...
This will take a minute or two. Once this task is completed, the Returns screen will close
and return to the main screen.

ezFMD.com ezFMD Help v1.554 Page 10
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Manual Entry [F12]

If a barcode is damaged, faded or obscured the scanner maybe unable to read the encoded
information successfully. In such a case ezFMD will display a manual input screen where you
can enter the details via the keyboard. In the following screen the scanner was able to
decode all information except for the Serial Number.

B ezFMD - Manual Pack Entry - O X

Required Information

Scheme  GS1 -
Product Code 05391404131052 @
Serial No. || |

&/ Force Serial Number to UPPER case
The case of each character MUST match the packaging

Optional Information

Batch No.  YY029X3 Clear
Batch Expires 200731

Enter both of these values, or leave both values empty

Print Okay Cancel

When this occurs, an operator should look for the missing information (which must be
printed in Human Readable Form on FMD-compliant packs) on the packaging. Due to
physical constraints the Human Readable Information may be located on a different side to
the barcode. It may also be split over a number of sides. For example, here is a pack with the
product code located on the top surface and the rest of the information on the end flap:

SN: (21) 104000""‘99534
EXP 06 202% i
Batch (10)  B5003B04

SN: (21)

2o ;202001*'1“153
Barch 10y B85S 022

003804

TIP: You can force the manual input screen to pop up by pressing [F12] on the main ezFMD
screen.

TIP: If the product code and / or serial number is missing from the barcode and is not
printed on the carton, this is not an FMD compliant pack. Fully your organisation’s SOP in
this case.

NOTE: The serial number is CASE sensitive. i.e. If the serial number printed on the box is
2xeal2 do not enter 2XEA12. The majority of serial numbers are UPPER CASE, so by default
ezFMD forces anything you type in the “Serial No.” box to upper case. You can prevent this
my turning off the “Force Serial Number to UPPER case” checkbox.
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Product Code Data Problem

All packs should have product code of 14 numbers. Other lengths or alpha characters are not
allowed and render the content as invalid. The 14" number should contain a check digit, which
allows the first 13 numbers to be checked for validity.

Occasionally, a scanner can misread a barcode and return an invalid product code. More rarely, a
manufacturer may inadvertently encode an invalid product code into a barcode when printing the
2D Data Matrix code on a batch of packs.

Whenever such an invalid product code is passed into ezFMD, the following screen will pop up:

ezFMD - Pack Validation *
! Product Code Data Problem
Product Code = 12345678901234 Serial Number

Code Length  OK
Content  OK
Check Digit ~ Invalid - should be 1

If the Product Code accurately reflects the packaging:

Scanning other packs with the same product code wil also result in this message.
There may be a manufacturing / labeling issue with this pack. Follow your
organisation's SOP.

If the Product Code does not accurately reflect the packaging:

The scanner may have misread the barcode. Try scanning the pack again.
Alternatively, try the Manual Input feature - [F12]

Submit Anyway Close

The options are to:

1) Close the pop up screen and scan the pack again, to let the scanner read it correctly on the next
scan.

2) Close the pop up screen and use the Manual Entry option [F12] to enter the product code and
serial number by hand.

3) Select Submit Anyway to send the data as scanned, once other checks are completed (such as
the existence of a serial number).

The above 14haracter check isutomaticallynot applied to certain packbat do not use GTIN
encoding

If this problem occurs frequently with the same product:

This suggests there is an issue with the data as applied to the pack by the manufacturer. Experience
has shown that if this occurs with one pack in a batch, all other packs in the same batch are likely to
be similarly impacted. Follow your organisation’s SOP.

If this problem occurs frequently with different products:

There may be an issue with your scanner. Try cleaning the front lens, using the scanner closer to the
scanner’s base station (if wireless) or resetting the setup for the scanner. (If you use a Datalogic
scanner, see Datalogic barcode setup codes). You may wish to contact your IT support or scanner
provider if the problem persists.

ezFMD.com ezFMD Help v1.554 Page 12
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Unable to scan a pack
There are a number of reasons you may be unable to scan a pack.

e There is no 2D DataMatrix barcode on the pack.

Remember: Only scan prescription medicines. Do not scan OTC medicines or
medical devices, etc. even if they have a 2D Data Matrix code printed on their pack,
as these products are outside the scope of FMD.

For prescription medicines manufactured prior to the 9" February 2019, there may
be no FMD barcode on the pack. There is therefore nothing to scan — proceed as
before FMD was introduced.

Certain medicines (e.g. contrast media) are exempt from the FMD regulations
(whitelisted) and are not required to carry a barcode. If the pack that you are
processing relates to an exempt medicine then you do not need to scan it.

If the pack is manufactured after the 9™ February 2019 and is not exempt under the
FMD regulations then consult your RP or Pharmacist on how to proceed.

e The 2D DataMatrix is covered.

You may find that the barcode on a pack is wholly or partially covered by a sticker or
by a protective plastic wrapper which prevents the scanner from working. In such a
case you should be able to enter the details using the computer keyboard function
key [F12]. See the section ezFMD- Manual Entry

e The 2D DataMatrix barcode is damaged or incomplete.

A scanner will try to decode as much information as possible from a damaged or
incomplete barcode and ezFMD will pop-up a screen asking you to supply the
missing data. In some cases, a barcode may be so damaged that your scanner is
unable to recognise it as a barcode and will just ignore it. In this case you should be
able to enter the information with the computer keyboard function key [F12]. See
the section ezFMD-Manual Entry

e ezFMD is not running.

If ezFMD is not running then start the application. You can do so by double-clicking
on the ezFMD icon on your desktop:

ezFMD.com ezFMD Help v1.554 Page 13
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If there is no icon on your desktop, then click on the Windows button on your task
bar and then select ezFMD and within that group select “ezFMD Scanner” from the

list of programs presented.

B 2o

§8 ezFMD Admin

&  ezFMD Firewall//s

- iz
ezFMD Scanner

e The connection between ezFMD and your scanner has not been
established or is broken.

ezFMD.com

If you install a new scanner or move an existing scanner between ports the on your
computer then you will need to build a connection between ezFMD and the device

using the following procedure:

Click on the scanner icon in the bottom right hand corner of the ezFMD window:

B4 ezFMD 1.5.35 - HE Clissmann (fmdireland:FMDTEST) - X

Scan

Product Reactivate

Serial No.
Batch No.
Expires

Status

/4

4036|ITE:PH (WH) §

A dialog box will pop up listing the COM ports available on your PC:

ezFMD : COM Ports X

- WRTSEnabled ¥ DTR Enabled

Handshake N

Please scan any 1D or 2D barcode to identify the Scanner port.

COM8 © Select

Reset Scanner Save Close

ezFMD Help v1.554 Page 14
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In the above example there is one port available (COMS8). If no COM ports are listed

then you may need to install the manufacturer’s driver software to enable your PC
to communicate with the scanner.

Scan a barcode. If you do not have a barcode to hand then print out this page and
scan the following (or scan from the screen):

Product : 05000456013482
Serial : 0000000001
Batch : 00001
Expiry : 201200

If ezFMD is able to communicate with the scanner then the display will look similar
to the following after you scan the barcode:

ezFMD : COM Ports X

Handshake NONE -| WMIRTS Enabled I DTR Enable Cenn Clissi

Please scan any 1D or 2D barcode to identify the Scanner port.

CoM8 [5canner detected ] © Select

Terminated with Cr

Reset Scanner Close

Click on the “Save” button and ezFMD will remember the port your scanner is connected to.

If “Scanner Detected” is not show beside a port after you scan the barcode, then try
unplugging the scanner and then plugging it in again. Some users have found they can
achieve a connection by choosing a different USB port — this will vary depending on the PC
hardware in use.

TIP: If you are using a wireless scanner, ensure it spends enough time in the docking cradle
while the PC is switched on to receive a charge. If the charge fully runs out on a wireless
scanner, it often has to have the settings re-programmed into the scanner. This can be done
by using the scanner to read special barcodes.

Additional FAQs and other resources are available on www.ezFMD.com

ezFMD.com ezFMD Help v1.554 Page 15
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Bulk or batch scanning of multiple packs [F11]

There may be times when multiple packs have to be scanned with the same action, in a bulk or batch
manner. A special screen is available for this.

The first step is to select the action you wish to apply to the batch of packs on the Main screen and,
once selected, only then press the [F11] key. If the action selected is not the default action for the
current user, you will be asked to confirm that you wish to proceed. If the action selected is the
default action for the current user, no confirmation dialog boxes is presented.

ezFMD - Confirm Non-Default Action *

I Confirm You Wish To Continue

You are about to perform an action which is not your default.

Selected Action : Recommission
Your Default Action : Verify

To continue then press "Continue" otherwise press "Cancel"

. Continue Cancel
With the Batch Mode screen open, start scanning the selected packs.
ezFMD - Batch Mode -Verify x

ADD Microlite 100/20 microgra/623318774371
Product Serial # Batch Expires | Status
Microlite 100/20 microgram Tabl... 623318774371 KT041BC 220430  Not processed
Microlite 100/20 microgram Tabl... 623322451575 KT041BC 220430 Mot processed
Microlite 100/20 microgram Tabl... 623323919982 KT041BC 220430  MNot processe
Microlite 100/20 microgram Tabl... 623327693199 KT041BC 220430  Not process
Microlite 100/20 microgram Tabl... 623328051316 KT041BC 220430  MNot processe
Scheriproct 1.5 mg/g + 5mg/g ... 508450218862 YY029X3 200731 | Not processed
Scheriproct 1.5 mg/g + 5mg/g ... 508432621809 YY029X3 200731 | Not processed
Scheriproct 1.5 mg/g + 5mg/g ... 508450688551 YY029X3 200731 | Not processed
Scheriproct 1.5 mg/g + 5mag/g rectal ointment N

Clear Veri
Microlite 100/20 microgram Tablets i

8 Close

Each pack will be listed in the main grid (1). A convenient total appears for each product on the
bottom left-hand corner (2) which may be useful when comparing to a list. When the selected packs
are all scanned, click on the Action button (3), which will reflect the action you selected before you
started (Verify in the above example).
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Again, if the action selected is not the default action for the current user, you will be asked to
confirm that you wish to proceed:

& ezFMD - Confirm Mon-Default Bulk Action e

| You are about to perform a bulk action that is not your default (Verify)
Confirm that you wish to apply the following action: Activate

Confirm Hold Items Abandon Items
Process the items with the Hold the items for a short time Discard the items and
selected action. and return to the main screen. return to the main
You can then select a different screen.

action, Press [F11] again and
your restore the items.

1. If thisis correct, press Confirm.

2. If at this stage you realise that this was the incorrect action for the selected packs, you can press
Hold Items. This gives you a short time to return the main screen, select the intended action and
the press [F11] again. The items already scanned will be restored in the Bulk Action screen.

3. If you wish to abandon the items scanned in this screen and start again, click Abandon Items to
clear the list of items.

NOTE: If the user’s default action IS selected when the bulk screen is opened (with [F11]) or when
the Action button (3 above) is pressed, no confirmation dialog boxes will be presented.

When the Action button (3 above) is selected, the action is performed on each of the items scanned
as if they had been scanned individually at the Main screen.

ezFMD - Batch Mode -Verify x

ADD Microlite 100/20 microgra/623318774371

Product Serial # Batch Expires  Status

Microlite 100/20 microgram Tabl... 623318774371 KT041BC 220430  The pack is avaiable to be dispensed.
Microlite 100/20 microgram Tabl... 623322451575 KT041BC 220430 The pack is avaiable to be dispensed.
Microlite 100/20 microgram Tabl... 623323919982 KT041BC 220430  The pack is avaiable to be dispensed.
Microlite 100/20 microgram Tabl... 623327693199 KT041BC 220430  The pack is avalable to be dispensed.
Microlite 100/20 microgram Tabl... 623328051316 KT041BC 220430  The pack is avaiable to be dispensed.
Scheriproct 1.5 mg/g + 5mg/g ... 508450218862 YY029X3 200731 The pack is avaiable to be dispensed.
Scheriproct 1.5 mg/g + 5mg/g ... 508432621809 YY029X3 200731  The pack is avaiable to be dispensed.
Scheriproct 1.5 mg/g + 5mg/g ... 508450688551 YY029X3 200731  The pack is avaiable to be dispensed.
Scheriproct 1.5 mg/g + 5mg/g rectal ointment 3

Microlite 100/20 microgram Tablets

Qs

O 6

Note that the results of the Action are displayed in summary (4). If any packs are reported as Amber
or Red, these packs should be identified and separated out and the relevant SOP should be followed.

When you are finished, press the Close button (5).

It is not possible to do Manual Entry in this Batch / Bulk mode.
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Working offline

ezFMD uses the Internet to connect with the local National Medicines Validation Organisation (IMVO
in Ireland) and to write records to your location’s history database. If the PC you are using is unable
to reach the Internet, these tasks cannot be completed as you scan. In order to allow scanning to
continue when offline, a local file of scans performed is kept on the PC in use and you are later
prompted to upload the data from those scans — essentially play back the scans performed in the
order in which they were scanned.

How to tell if you are online or offline
On the main screen, at the lower right-hand corner this is an indicator. Green indicates you are in
online mode; red indicates you are in offline mode:

Online mode Offline mode

oA L0 |

What you see while in offline mode

While scanning offline, the status of each pack cannot be shown, so a grey circle is displayed on the
main screen. Unless the system has cached the name of the product previously, the product name
cannot be shown either:

B erFMD 1.5.35 - - X
Scan

Product | Microlite 100/20 microgram Tablets Verify

Serial No. | 6233140120
Batch No. | KT041BC
Expires | 220430 (APR 2022)

Status | (Unknown)

Status of this pack is UNKNOWN, because it is in the Offine queue

Lt |

NOTE: While in offline mode, you will not be able to use Batch mode for scanning packs. If the
dedicated Returns screen [F5] has been enabled for your location, this is also not available for use
while offline.

Replay of scans performed while offline
When there are scans saved in the local file arising from offline use, each time you start up ezFMD
you are prompted to replay these to the IMVO:

EZFMD

There are offline requests which need to be processed,
‘Would you like to do this now?
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Similarly, when you exit ezFMD, you are also prompted:

EZFMD X

There are offline requests which need to be processed.
Would you like to do this now?

Yes Mo Cancel

Yes will replay the records, No will not replay them and Cancel will return you to the main screen of
ezFMD.

If convenient, press Yes to proceed (recommended), otherwise press No. If you select No, you will be
prompted again as above when starting or exiting ezFMD, until the locally stored file has been
replayed successfully. If you press Yes, you will see a screen similar to the following (depending on
how many scans were performed while offline):

ezFMD - Replay

NVO Replays : | 1
Database Updates :  (None)

Stop

Once the replay is completed, the Replay screen above will automatically close.

If you choose to replay on start-up of ezFMD you can then scan in the normal way. If you choose to
replay on exit, ezFMD will exit after the replay.

Automatic replay of offline scans
If your PCis on and running ezFMD at 10pm, it will try to replay any offline scans you may have in
the local file to the IMVO.

Replay of offline scans not working?
In the unlikely event of the replay of scans performed not working for you, please contact your IT
support.
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Actions

Depending on the registration for an organisation with the IMVO, some or all the following
actions are available. For a pharmacy or hospital user, the first four actions are available. For
wholesalers all are available although some may be not applicable, depending on the terms
of their WDA.

Verify

The current status of the pack is retrieved from your National System and displayed on-
screen.

Dispensé Supply
The pack is marked as supplied to a patient.
Reactivate

A pack that has previously been marked as “Dispensed” may be recommissioned so
that it may be dispensed again.

SamplgNCA)

Marks a pack to indicate that is has been provided as a sample to a National
Competent Authority.

The following are only available to organisations registered as wholesalers with the IMVO:
FreeSample

Marks a pack to indicate that it has been provided as a free sample.
Mark Destroyed

Mark a pack as destined for destruction
Stolen

Marks a pack as stolen.
Mark Locked

Marks a pack as locked for investigation. The pack cannot be dispensed.
Exportoutside EU

Marks a pack as exported outside of the EU.
Mark Checkeebut

Marks a pack for repacking (only applicable for parallel importers).
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Change user

ezFMD supports multiple users. The Default User has the initials DU.

The role of each user may be edited in the ezFMD Admin program, available in the ezFMD group of
programs on the Windows button.

In order to change user while using ezFMD, double-click on the area where the user’s initials are
shown:

B4 e2FMD 1.5.35 - HSE Demo (hsefmd:HSEFMDDEMO) - *
Scan
Product Dispense
Serial No.
Batch No.
Expires
Status
l “:DU (PH) lD ks |

A screen will pop up, into which you type the new user’s initials and the related password:

o= ezFMD - Switch User X

UserID | CC

Password |****|

Automatically switch back after 1 minute(s)

Okay Cancel

If you wish to automatically revert to the previous user, select the option for “Automatically switch
back after n minute(s)” and ensure the number of minutes entered suits your purpose. (This may be
useful when switch to the Admin role for just a minute or two.)

To change the default user at start up, run the Setup Wizard and select the desired user during the
configuration.

In order to add users and / or change their roles, please see the separate ezFMD Admin Guide.

Setup Wizard

There may be times when you wish to reconfigure your software, such as changing the default user,
Location ID, etc. Use of the Setup Wizard would be initiated at the request of IT Support staff or
similar.

To initiate Setup Wizard, hold down the [Ctrl] key while clicking on the shortcut for ezFMD.
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Keyboard Shortcuts

These shortcuts only work when ezFMD is “idle” e.g. there are no dialog boxes, warning windows or

error messages etc. onscreen.

[F1] Displays help document
[F2] Displays user login screen
[F5] Display Returns Screen
(where supported for your organisation)
[F11] Displays “Batch Mode” entry screen
[F12] Displays “Manual Entry” screen
[Ctrl][Shift]Q Show Quick Product Data screen
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Barcode Shortcuts

Print these pages and then scan a barcode to perform its associated action, without needing to use
the mouse or keyboard. These shortcuts only work when ezFMD is “idle” e.g. there are no dialog
boxes, warning windows or error messages etc. onscreen. (TIP: To make up your own custom sheet,
you can screen grab and paste the barcodes into a page of your own and print that.)

EHE Selects Batch Scan mode screen — same as

'!Iig.f'-'.u keyboard [F11]
[ElR%

ENE Display Manual Input screen — same as
E 4; keyboard [F12]

] ek,
(=] e

Display Returns screen — same as keyboard [F5]
(where supported for your organisation)

5

Selects the “Verify” action

T ]

-
]
o

Selects the “Dispense”/ “Supply” action

e

Selects the “Reactivate” action

Display the “Scan” tab

05[] qﬁg EFE  EYE
Hn]

K

Display the “Product Data” tab

o
=0

=
s

IRk

e Display the “History” tab

[=]
[=]

i

(=]
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E E Show Quick Product Data screen
Q;%_F (Keyboard shortcut: [Ctrl][Shift]Q)

Brings ezZFMD window to the front

Lock ezFMD. Pack scans are ignored until you

:ED&E unlock

Unlock ezFMD.
ERE
[ -'J
E R |
Displays the user login screen
_E!E_E_l play g
=1 55

E Escape key

Tab key
EiE

E E Enter key
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Datalogic barcode setup codes

In order to prepare your scanner for use with ezFMD, please scan each of the codes in turn, when
asked to do so by a technical support person.

Wait at least 3 seconds between each scan. The scanner should stop emitting beeps before
proceeding to the next step.

TIP: As you scan each code, cover the others so that the scanner picks up only the one you wanted
to scan.

Step Function Code Expected feedback / action
1 Factory Reset (EU) Two beeps, pause and green light, two
beeps.

If wireless, place in base. Three beeps going
up in tone, followed by several beeps.

R

2 Select USB-COM-STD Two beeps, pause and green light, three
beeps, then three beeps going up in tone

3 Enter Setup Mode Three low beeps. Check that green light
flashes —if not, scan again.

%

4 Enable normal / inverse Two beeps
barcodes s
5 Disable 1D EAN codes Two beeps
" "
| ]
EAM 13 = Disable
6 Exit Setup Mode Three low beeps, two beeps. Green light
stops flashing, then three beeps going up in

tone

%

Check that green light stopped — if still
flashing, scan again.

Datalogic Barcode Wireless Scanner Only

A Unlink Long beep, then three beeps going down in
tone. Place in base. Three beeps going up in

This unlinks and then re- ' tone, followed by several beeps. Wait for
establishes the link between red lights on scanner. Scanner should now
Unlink be linked to base.

the scanner and the base
station.
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